
Electrode Montage
for Titan ABR Hearing Screener

RED: Cheek

WHITE: High Forehead

BLUE: Nape of Neck

attach electrodes to the cables
use NuPrep to cleanse the skin prior to electrode placement
attach color coded electrodes as directed below on the prepared skin
confirm electrode impedance is as low as possible (40Kohms or less)



TITAN AABR Hearing Screener

Test Environment: quiet room where lights can be turned off

Place Electrodes : as instructed on previous card

Prepare the Infant: needs to be sleeping (sucking, crying,
movement will affect the test). 
Earphone: this could be an insert earphone or coupler 
Ready: probe light will turn green when a good ear seal is obtained
                                    NOTE: cannot test with the Titan in the cradle being charged!

PRESS START on the Titan or the button on the probe cord



WAS YOUR TEST VALID?
the baby remained asleep
the electrical impedance was low for all electrodes
the earphone or insert remained in place 
the insert earphone was NOT clogged with debris
test both ears  at every screening appointment

If you answered YES to all these questions,
congratulations, you performed a valid hearing screen!

If either or both ears FAIL the screen, the result for the screen is a FAIL!

Results:  copy to patient
                  copy to pediatrician/medical care provider
                  copy to EHDI coordinator 



Screen both ears every time, even if only one ear
FAILED on initial screen

THINGS TO REMEMBER:

If infant FAILS their initial hearing screen, one
repeat screening can be completed prior to
discharge 

Infants remaining in the NICU 5 days or more
require an aABR screen 

(at least 4 hours apart if using same technology) 

If the infant FAILs the screen, you must inform the
parent and give them follow-up options.



PARENT SCRIPTS:

FAILED Screen: 

PASSED Screen:
 I just completed the hearing screen; the results are a pass. The screening indicates
how your baby is hearing today and does not predict how they will hear in the future.
It is always important to monitor the progress of your baby’s development and
especially their speech and language. If you are ever worried that your baby can’t
hear, talk to your baby’s doctor right away for a referral to an audiologist skilled in
testing infants and young children. 

I just completed your baby’s hearing screen and your baby FAILED the screen today.
Newborns can fail the hearing screen for many reasons...temporary conditions to more
serious permanent hearing loss. We can’t tell you your baby has normal hearing today. It’s
very important for your infant to receive a follow-up screening as soon as possible
because early identification is important to your baby’s development. You can also copy
the card below and hand to a parent! 



 
Newborns can fail the hearing screen for many reasons-temporary conditions

to more serious permanent hearing loss. We can’t tell you your baby has normal
hearing today. It’s very important for your infant to receive a follow-up

screening as soon as possible because early identification is important to your
baby’s development. 

Talk to your pediatrician about the rescreen. Scan the QR code below to find a
provider close to your home. 

My Baby Didn’t Pass the Newborn Hearing Screening


